








region  of  mT  will  allow  for  the  investigation  of  slow  dynamic  processes  such  as  diffusion,  protein  folding  and 
intermolecular  interactions  [2]  and  has  already  been  applied  in  samples  of  liquid  crystals, water with  polymers  of 
various concentrations, and water with 17O [3,4].  
For the successful  implementation of the ultra‐low FC techniques on a commercial bench‐top FFC relaxometer (Stelar 




initial  orientation  and  precess  around  the  new  direction  of  the  field with  a  frequency  detrmined  by  the  equation: 
ω ൌ γBሺtሻ [5]. 
For  the  compensation of  the  longitudinal  component of  the paracitic  fields  FC measurements  are perfomed with  a 
varying  longitudinal  field  applied  by  the  relaxometer.  In  each measurement  the magnetisation  precesses  around  a 
resultant field composed by the transverse paracitic component and the result of the compensation of the longitudinal 
component, with  the  frequency of precession determined by  the magnitude of  the  resultant  field. The  indication of 
succesfull compensation of the longitudinal parasitic field is the minimum frequency of precession because in this case 


















Figure 1. Graph  of  the  frequency  by which
the  magnetisation  precesses  for  each 
longitudinal  field  applied.  The minimum  is 
observed in the range of 3 to 12 μΤ.                    
Figure  2. T1‐dispersion  curve  of  a  sample  of  MgCl2 
acquired  after  the  calibration,  with  the  range  of 
minimum  1H  Larmor  frequencies    extending  to200. 
Hz(corresponding to a field of 4.6 μΤ). 
